Determination of correct implant size in radial head arthroplasty to avoid overlengthening: surgical technique.
Insertion of a radial head implant that results in radial overlengthening has been associated with altered elbow kinematics, increased radiocapitellar joint forces, capitellar erosions, early-onset arthritis, and loss of elbow flexion. The purpose of this study was to identify clinical and radiographic features that may be used to diagnose overlengthening of the radius intraoperatively and on postoperative radiographs. Radial head implants of varying thicknesses were inserted into seven cadaver specimens, which were then assessed clinically and radiographically. Eight stages were examined: the intact specimen (stage 1); repair of the lateral collateral ligament (stage 2); radial head resection with repair of the lateral collateral ligament (stage 3); insertion of an implant of the correct thickness (stage 4); and insertion of an implant that resulted in radial overlengthening of 2 mm (stage 5), 4 mm (stage 6), 6 mm (stage 7), or 8 mm (stage 8). The specimens were tested with and without muscle loading to simulate resting muscle tone and surgical paralysis, respectively. At each stage, radiographs were made to measure the ulnohumeral joint space and the lateral ulnohumeral joint was visually assessed. We identified no difference, with regard to medial ulnohumeral joint incongruity as seen radiographically, among stages 1 through 6 during the tests with muscle loading. A significant difference in medial ulnohumeral joint incongruity was found in stages 7 (p = 0.003) and 8 (p < 0.001). The clinical (visually assessed) lateral ulnohumeral joint space gap was negligible in stages 1 through 4 but increased significantly at all stages involving overlengthening (gross gap, 0.9 mm with 2 mm of erlengthening [p = 0.005], 2.3 mm with 4 mm of overlengthening [p < 0.001], 3.4 mm with 6 mm [p < 0.001], and 4.7 mm with 8 mm [p < 0.001]). Incongruity of the medial ulnohumeral joint becomes apparent radiographically only after overlengthening of the radius by ≥6 mm. Intraoperative visualization of a gap in the lateral ulnohumeral joint is a reliable indicator of overlengthening following the insertion of a radial head prosthesis.